[Evaluation of commercial usefulness for microparticle agglutination Serodia-Myco II test for serodiagnosis of Mycoplasma pneumonia infections].
The usefulness of Serodia-Myco II agglutination test (Fujirebio, Japan) for diagnosis of the M. pneumoniae infections was evaluated. A total of 66 serum samples obtained from patients with respiratory tract infections were tested by Serodia-Myco II test, complement fixation (CF) test, ELISA-IgG/-IgM, and by latex agglutination (LA) test prepared in our laboratory. Using CF test and ELISA as the reference tests, Serodia-Myco II test gave too many false positive results. This test in relation to CF test, ELISA-IgM, ELISA-IgG, and LA test showed a very high sensitivity, virtually 100%, with a low specificity, below 50%. It seems that oversensitivity of the Serodia-Myco II test is caused by too low cut off (40) value recommended by the manufacturer. The Serodia-Myco II test may be used in routine serodiagnosis of mycoplasmosis under condition that cut off value will be raised to 160 and the positive results of this test will be confirmed by the CF test or ELISA.